
 

NEED SUPPORT WITH YOUR 
EVO IQ VOLUMETRIC PUMP? 

For the safe and proper use of this device, refer to the appropriate operator’s manuals. 
 

 

Baxter and Evo IQ are trademarks of Baxter International Inc. 
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The following training videos are available for the Evo IQ LVP pump: 

 

• Pump Setup 

• Preparing & Loading the IV Tubing 

• Programming a Primary Infusion 

• Alarm Basics 

• Secondary Infusion 

• BASIC Mode 

 

The above videos can be found at:                     www.baxterglobal.com/EvoIQ_LVP 

 

 
 

 
Any medical device product quality complaints (including medical device adverse incidents) relating to Baxter products can be reported directly to the Baxter Country Quality 

Assurance Team: In the UK on +44 (0)1604 704603, or by email to UK_SHS_QA_Complaints@baxter.com.  

In Ireland on +353 (0)1 2065500 or by email to: shs_complaints_dublin@baxter.com  

Alternatively please report directly to your Baxter Representative, who will take the details and forward to the Baxter Country Quality Assurance Team.  

Medical device adverse incidents should also be reported: In the UK to the MHRA. Reporting forms and information can be found at: 

www.mhra.gov.uk/safetyinformation/reportingsafetyproblems/index.htm .  

In Ireland to the HPRA. Reporting forms and information can be found at: http://www.hpra.ie/homepage/about-us/report-an-issue 

CONTACT A BAXTER REPRESENTATIVE  

FOR FURTHER SUPPORT 


